pon | ®
IMMUNOASSAYS AND SERVICES
BIOGENIC AMINES & NEUROSCIENCE | ENDOCRINOLOGY | FOOD SAFETY

LABOR DIAGNOSTIKA NORD GmbH & Co. KG | Am Eichenhain 1 |1 48531 Nordhorn | Germany | Tel. +49 5921 8197-0 | Fax +49 5921 8197-222 | info@ldn.de | www.ldn.de

&
Instructions for use / Geblj%q%hsanweisung
N
AMH ELISA
&)
N\

REF|  FR E-2900 D V4 C€

96




AMH ELISA

1 INTENDED USE

The AMH ELISA is a manual enzyme immunoassay for the quantitative measurement of Anti-Mdillerian
Hormone (AMH) in human serum or plasma (EDTA or Li-heparin plasma).
For in vitro diagnostic use. For laboratory professional use.

The device is intended to be used for prognosis of individuals where information on one or more of the following
is required:
— Assessment of ovarian reserve in women

Or as an aid to one or more of the following:
— Distinction between women presenting with AFC (antral follicle count) values > 15 (high ovarian reserve) and

women with AFC values < 15 (normal or diminished ovarian reserve) \j¢\
— Prediction of early ovarian follicle loss and menopause onset 2
— Contribution in the diagnosis of polycystic ovary syndrome (PCOS) \sQ

The device is not intended to be used for monitoring of women undergoing controlled ovarian@wulation in an
Assisted Reproduction Technology program. @

Anti-Mdllerian Hormone (AMH), a dimeric 140 KDa glycoprotein, is a member of the tr orming growth factor-
B (TGF-B) family of cytokines which plays an essential role in the normal differentiatiob reproductive structures.
(1)

AMH is secreted by Sertoli cells of the testes during embryogenesis of the fe%&/‘@ preventing the development

1.1 Scientific Validity Report ?6

of the Miuillerian ducts to the uterus and other Millerian structures. In femal H is secreted by the granulosa
cells of ovarian follicles. (2, 3)
AMH has been identified as a reliable marker of ovarian reserve that adlwelp predict early ovarian follicle loss

and menopause onset. AMH levels also reflect the effects of damaging gynecologic surgeries or gonadotoxic
treatments such as chemotherapy on ovarian reserve. Furthermore, contributes in the diagnosis of polycystic
ovary syndrome (PCOS). (4, 5,6, 7, 8,9, 10) ,‘\'O

2 PRINCIPLE OF THE TEST ,&Qo

The AMH ELISA is a solid phase enzyme-linked immunoso lS&Yt assay (ELISA) based on the sandwich principle.
The microtiter wells are coated with a monoclonal antibedy (mouse) directed towards a unique antigenic site of
the AMH molecule. %)

During the first incubation, AMH in the added ssa&\@e binds to the immobilized antibody. The simultaneously
added enzyme conjugate, which contains an anb MH antibody conjugated to horseradish peroxidase, binds to
the AMH forming a sandwich complex.

After a washing step to remove all unbounck@l stances, the solid phase is incubated with the substrate solution.
The colorimetric reaction is stopped by a ion of stop solution, and optical density (OD) of the resulting yellow
product is measured. The intensity Of%@br is proportional to the concentration of the analyte in the sample.

A standard curve is constructed by ing OD values against concentrations of standards, and concentrations of
unknown samples are determine&gng this standard curve.

3 WARNINGS AND PREC ONS

— This kit is for in vitro di@ostic use only. For laboratory professional use only.

— Before starting the a%say, read the instructions for use completely and carefully. Use the valid version of
instructions for us ‘\ vided with the kit. Be sure that everything is understood.

— Do not mix or sé)components from kits with different lot humbers. It is advised not to interchange wells of
different plat en of the same lot. The kits may have been shipped or stored under different conditions and
the binding ‘Characteristics of the plates may result slightly different.

- Do notugreagents beyond expiry date as shown on the kit labels.

- Do no se microtiter wells.

- R@g@n s of other manufacturers must not be used together with the reagents of this test kit.

— Alreagents in this kit are clear liquids, substrate solution is clear and colorless. Changes in its appearance
may affect the performance of the test. In that case, contact the manufacturer.

— Microbial contamination of reagents or samples may give false results.

— Allow the reagents to reach room temperature (20 °C to 26 °C) before starting the test. Temperature will
affect the optical density readings of the assay. However, values for the patient samples will not be affected.

— All indicated volumes must be performed according to the protocol. Optimal test results are only obtained
when using calibrated pipettes and microtiter plate readers.

— Use reservoirs only for single reagents. This especially applies to the substrate reservoirs. Using a reservoir
for dispensing a substrate solution that had previously been used for the conjugate solution may turn solution
coloured. Do not pour reagents back into original vials as reagent contamination may occur.
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General precautions

— Follow laboratory quality assurance and laboratory safety guidelines.

— Never pipet by mouth and avoid contact of reagents and samples with skin and mucous membranes.

— Do not smoke, eat, drink, or apply cosmetics in areas where samples or kit reagents are handled.

— Wear lab coats and disposable latex gloves when handling samples and reagents and where necessary safety
glasses.

Biohazard information

— All reagents of this test kit which contain human serum or plasma have been tested and confirmed negative
for HIV I/1I, HBsAg and HCV by FDA approved procedures. However, no known test method can offer total
assurance that no infectious agent is present.

— The device contains material of animal origin, which is certified apparently free of infectious or contagious
diseases and injurious parasites.

— Bovine components originate from countries where BSE (Bovine spongiform encephalopathy) has @been
reported.

— All materials and samples of human or animal origin must be handled as if capable of transmittipg&hfectious
diseases.
— Handling must be done in accordance with the procedures defined by appropriate national bi rd and safety

guideline or regulation. Waste must be discarded according to local rules and regulations.

Information to chemical hazards and hazard classification %4)

— Some reagents contain preservatives in non-declarable concentrations. Neverthelesgin case of contact with
eyes or skin, flush immediately with water.

— Substrate Solution contains an ingredient in non-declarable concentrations whiawguses serious eye irritation.
In case of possible contact with eyes, rinse immediately carefully and thorou%él ith eye wash or water. After
contact with skin, wash with plenty of water. Take-off contaminated clothjggand wash it before reuse.

— Avoid contact with Stop Solution containing < 5% H;S04. It may cause irritation and burns.

— Chemicals and prepared or used reagents must be treated as hazardg\@waste according to the national safety
guideline or regulation.

— This product does not contain substances which have carcinogen(\%utagenic or toxic for reproduction (CMR)
properties. \\

All reagents of this test kit do NOT contain hazardous subst in concentrations to be declared, a classification

and labelling is not required.

For detailed information, please refer to the Safety Data\ﬁheet, which is available upon request directly from the

manufacturer. %)

4 MATERIALS O‘\%\

4.1 Materials provided with the kit | OQ
FR E-2931  [][96] @'otiterwells - Ready to use
Content: 12 x 8 wells (break an)t);

Coated with anti antibody (monoclonal).
Standards and Controls - Egg
é y to use
Cat. no. Compon@ Standard Concentration Volume/ Vial

FR E-2901  [STANDARD) A Standard A 0.0 ng/ml 1 ml
FR E-2902 mm Standard B 0.4 ng/ml 1 ml
FR E-2903 [STANDARD|[C Standard C 1.0 ng/ml 1 mi
FR E-2904 ) Standard D 4.0 ng/ml 1ml
FR E-29 < [STANDARD| [E| Standard E 10 ng/ml 1 ml
FR \@ 6 [STANDARD|[F Standard F 20 ng/ml 1 ml
FR§2951 [CONTROL|[1] Control 1 For control values and ranges please 1 mi
FR E-2952 [conTROL 2 Control 2 refer to vial label or QC-Report 1 mi
Conversion: 1 ng/ml = 7.14 pmol/I

The Standard are calibrated against the following reference material:
15t WHO International Reference Reagent, Mullerian Inhibiting Substance/Anti-Mullerian
Hormone, NIBSC code: 16/190

Contains non-mercury preservative.
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FR E-2940 CONJUGATE Enzyme Conjugate - Ready to use

Content: Anti-AMH antibody conjugated to horseradish peroxidase; colored red.
Contains non-mercury preservative.
Volume: 1x 14 ml
FR E-0055 Substrate Solution - Ready to use
Content: Contains 3,3',5,5'-tetramethylbenzidine (TMB).
Keep away from direct sun light.
Volume: 1x 14 ml
FR E-0080 STOP-SOLN Stop Solution - Ready to use
Content: Contains < 5% H;S04. Avoid contact with the stop solution. It may cause skin /rr/tat/onE.
and burns. (%)
Volume: 1x 14 ml \,\Q
. )
FR E-0030 Wash Solution - 40X concentrate @
Volume: 1 x 30 ml 6
See “Reagent Preparation® . 66
Contains non-mercury preservative. OA\
1x  Instructions for Use QK
1x  Certificate of Analysis (CoA) 96
4.2 Materials required but not provided 0

— A calibrated microtiter plate reader (450 nm, with reference wavele@ at 620 nm to 630 nm)
— Calibrated variable precision micropipettes

— Manual or automatic equipment for rinsing microtiter plate wer(\

— Absorbent paper

— Distilled water 0
- Timer \\'
— Graph paper or software for data reduction

ph pap \Q

4.3 Storage and Stability of the Kit

Unopened kits and reagents as well as openeg’ agents must be stored at 2 °C to 8 °C.
The microplate must always be stored in the resgatable aluminum pouch containing a desiccant. Do not open the
pouch until it has reached room temperature,QZhe microtiter plate consists of 12 individual strips. Each strip can
be divided into 8 individual wells.
Unused wells must be immediately returq@ll to the aluminum pouch with the desiccant and stored again tightly
resealed at 2 °C to 8 °C. %)
Once opened, reagent vials must b%losed tightly again.

AN

Stq@\e Temperature |Stability

i < til th irati te print the label
Unopened Kkits andQQWC to 8 °C Until the expiration date printed on the label.

unopened reagerlt\s\ > Do not use reagents beyond this date!
Opened kit n(\\j 2°Cto8°C 8 weeks

-

4.4 Reagent Pr§érat|on
Bring all rea%% and required number of strips to room temperature (20 °C to 26 °C) prior to use.
Wash So

Add digﬁgﬂwater to the 40X concentrated Wash Solution.
Dilu ml of concentrated Wash Solution with 1170 ml distilled water to a final volume of 1200 ml.

| Stability after dilution: | at 20 °C to 26 °C 1 week

4.5 Disposal of the Kit

The disposal of the kit and all used materials/reagents must be performed according to the national regulations.
Special information for this product is given in the Safety Data Sheet, section 13.

4.6 Damaged Test Kits

In case of any damage to the test kit or components, the manufacturer must be informed in writing, at the latest
one week after receiving the kit. Damaged single components must not be used for a test run. They have to be
stored until a final solution has been found. After this, they must be disposed of according to the official
regulations.
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5 SAMPLE COLLECTION, STORAGE AND PREPARATION

The following sample material can be used in this test:
Human serum or plasma (EDTA plasma or lithium heparin plasma)

Samples containing sodium azide should not be used in the assay.
In general, it should be avoided to use hemolytic, icteric, or lipemic samples. For further information refer to
chapter “Interfering Substances”.

5.1 Sample Collection

Serum: Collect blood by venipuncture (e.g. Sarstedt Monovette for serum), allow to clot, and separate serum
by centrifugation at room temperature. Do not centrifuge before complete clotting has occurred. Patients
receiving anticoagulant therapy may require increased clotting time.

Plasma: Whole blood should be collected into centrifuge tubes containing anticoagulant (e.g. Sarstedt Monovette

.

with the appropriate plasma preparation) and centrifuged immediately after collection. \{:\\

%
5.2 Samples Storage \'\Q

Samples must be stored tightly capped prior to performing the assay. If stored frozen, freeze@:ﬁ\once. Thawed
samples must be inverted several times prior to testing. 6

Whole blood should not be frozen before centrifugation.

Stability at2 °Cto 8 °C 7 days .\b@
at -20 °C (in aliquots) | up to 3 ®
months

. X
5.3 Sample Preparation QQ
Samples can be assayed without additional preparation. KO
6 ASSAY PROCEDURE %‘\O
6.1 Procedural Notes OQ

— All reagents and samples must be allowed to come to room @perature (20 °C to 26 °C) before use.

— All reagents must be mixed without foaming.

— Do not interchange caps of reagent vials to avoid cross tamination.

— Use new disposal plastic pipette tips for each stand ontrol, or sample in order to avoid carry-over.

— To avoid cross-contamination and falsely eIevate@results pipette patient samples and dispense conjugate
without splashing accurately to the bottom of .

— Mix the contents of the microtiter plate wellsgoroughly to ensure good test results.

— Do not let wells dry during assay; add rea immediately after completing the rinsing steps.

— Once the test has been started, all step ust be completed without interruption and in the same sequence
for each step.

— The enzymatic reaction is linearly g&@‘or‘tional to time and temperature.

— Optical density is a function of incubation time and temperature. Respect the incubations times and
temperatures as given in chapter*Test Procedure”.

- Before starting the assay, it\i& recommended that all reagents are ready, caps removed, all needed wells
secured in holder, etc. Th'@ﬁll ensure equal elapsed time for each pipetting step without interruption.

— Important note to w& procedure:
Washing is critical. properly washed wells will give erroneous results. The sensitivity and precision of this
assay is markedly@Q‘luenced by the correct performance of the washing procedure!

- Test perfor ce using fully automated analysis devices:
Automated performance using fully automated, open-system analysis devices is possible. However, the
combinatign must be validated by the user.
{03
Q¥
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6.2 Test Procedure

Each run must include a standard curve.

The controls serve as internal controls for the reliability of the test procedure. They must be assayed with each
test run.

The given test procedure describes manual processing.

1. Secure the desired humber of microtiter wells in the frame holder.
2. Pipette 25 pl of each Standard, Control, and sample with new disposable tips into appropriate wells.
3. Add 100 upl Enzyme Conjugate into each well.
Thoroughly mix for 10 seconds. It is important to have a complete mixing in this step.
4. Incubate for 60 minutes at room temperature. .
5. Wash the wells as follows: \{3\
If the wash step is performed manually: \06
Briskly shake out the contents of the wells. \\S\\'
Rinse the wells 3 times with 300 pl diluted Wash Solution per well. $\
If an automated plate washer is used: 6
Rinse the wells 3 times with 400 pl diluted Wash Solution per well. . GQ
At the end of the washing step, always strike the wells sharply on absorbentss\}er to remove residual
droplets! A
6. Pipette 100 pl of Substrate Solution to each well. Ns)
7. Incubate for 15 minutes at room temperature. 0‘0
8. Stop the enzymatic reaction by adding 50 pl of Stop Solution &@ach well.
9. Measure the optical density (OD) of the solution in each well 3134%0 nm (reading) and at 620 nm to
630 nm (background subtraction, recommended) wijt @'microtiter plate reader.
It is recommended that the wells be read within 10 miputes after adding the Stop Solution.

6.3 Calculation of Results \&0

1. The concentration of the samples can be read direcl\ om the standard curve.

2. For duplicate determinations, the mean of the two, ical density (OD) values for each standard, control, and
patient sample must be taken. If the two valu%@gviate substantially from one another, the manufacturer
recommends retesting the samples.

3. Samples with concentrations exceeding the Qghest standard can be further diluted with Standard 0 and re-
assayed as described in “Test Procedur, (\or must be reported as > 20 ng/ml. For the calculation of the
concentrations, this dilution factor mug_!?@e considered.

(Example: dilution 1:10: 10 pl s@p e + 90 pl Standard A)

4. Automated method:

The results in the instructio @r use have been calculated automatically using a four-parameter logistic
(4PL) curve fit. (4PL Rodbar, 4PL Marquardt are the preferred methods.) Other data reduction functions
may give slightly differen Pésults.

5. Manual method:

from each standar ainst its concentration with OD value on the vertical (Y) axis and concentration on the
horizontal (X) a>@.

Determine th@orresponding sample concentration from the standard curve by using the (mean) OD value
for each sanjple.

Using linear or semi—;oﬁithmic graph paper, construct a standard curve by plotting the (mean) OD obtained

6.3.1 Example of Typical Standard Curve
The followﬁ data is for demonstration only and cannot be used in place of data generations at the time of

assaéz\g
Standard Optical Density (450 nm)
Standard A (0.0 ng/ml) 0.03
Standard B (0.4 ng/ml) 0.08
Standard C (1.0 ng/ml) 0.16
Standard D (4.0 ng/ml) 0.55
Standard E (10 ng/ml) 1.27
Standard F (20 ng/ml) 2.28
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7 REFERENCE VALUES
It is strongly recommended that each laboratory determine its own reference values.

In a study conducted with apparently healthy adults, using the AMH ELISA the following data were observed:

Population n Mean Median | 2.5th — 97.5th Percentile | Range (min. - max.)
(ng/ml) | (ng/ml) (ng/ml) (ng/ml)
Males 30 3.99 3.69 0.32 -7.36 0.06 - 7.75
Females (20 - 29 years) 30 2.71 2.38 0.69 - 6.23 0.66 - 6.37
Females (30 - 39 years) 30 2.42 1.85 0.51 -6.72 0.48 - 8.39
Females (40 - 49 years) 30 0.61 0.29 < 0.06 - 4.09 < 0.06 - 43\7\

Median AMH values in women diagnosed with polycystic ovary syndrome (PCOS) were two- to four-@\é\higher
compared to healthy women and did not markedly decline with increasing age. In women diagnos ith PCOS,
a median of 7.19 ng/ml was observed in subjects aged 20 - 24 years, and a median of 6.46 ng/. as observed
in subjects aged 35 - 39 years. (11) N

For women with AMH values < 0.681 ng/ml, the probability of a low antral follicle count ( EB 0 -7) is 63%, the
probability of belonging to the middle AFC group (8 - 15) is approximately 32%, and th obability of AFC > 15
is only 4.4%. (12, 13) 4\

Values above or below reference range should be considered as suspicious and re@ire additional testing.
The results alone should not be the only reason for any therapeutic consequences, he results must be correlated

to other clinical observations and diagnostic tests. 0@
8 QUALITY CONTROL N

Good quality assurance in the laboratory requires that controls be r s%cv?th each standard curve. A statistically
significant number of controls should be assayed to establish meanéges and acceptable ranges to assure proper
performance. N\

It is recommended to use control samples according to state \’ederal regulations. The use of control samples
is advised to assure the day-to-day validity of results. Use ols at both normal and pathological levels.

The controls and the corresponding results of the Queg@ ontrol Laboratory are stated in the Certificate of
Analyses (CoA) added to the kit. The values and ranges‘stated on the CoA always refer to the current kit lot and
must be used for direct comparison of the results.
If available, it is also recommended to make u
order to ensure the accuracy of the results.

Apply appropriate statistical methods for ananing control values and trends. If the results of the assay do not
agree with the established acceptable ran f control materials, patient results should be considered invalid.
In this case, please check the followin nical areas: Pipetting and timing devices; photometer, expiration
dates of reagents, storage and incubati®i conditions, aspiration and washing methods.

After checking the above-mentione@cems without finding any error contact your distributor or the manufacturer

directly. (&\
9 PERFORMANCE CHARA@%‘ISTICS

’@national or international Quality Assessment programs in

9.1 Specificity of Anti%’?ﬂ'\ms (Cross-Reactivity)
The following substa&(& ere tested for cross-reactivity of the assay:

&bstance Concentration Range Mean cross-reactivity
D) of Spiked Substance (ng/ml) (%)
6® AMH 0.40 - 10 100
\@’0 Inhibin A 2.0 - 2000 0.03
Q Actvin AB 2.0 - 2000 0.27
LH 2.0 - 2000 0.18
FSH 2.0 - 2000 0.26
HCG 2.0 - 2000 0.12
TSH 2.0 - 2000 0.39
TGF-B1 2.0 - 2000 0.18
TGF-B2 2.0 - 2000 0.18
Prolactin 2.0 - 2000 0.38
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9.2 Sensitivity

Limit of Blank (LoB) 0.044 ng/ml

Limit of Detection (LoD) 0.052 ng/ml

Limit of Quantification (LoQ) 0.062 ng/ml

Measuring range 0.052 ng/ml - 20.0 ng/ml
Linear range 0.19 ng/ml - 20 ng/ml

9.3 Reproducibility

9.3.1 Within-run Precision ’\\.
The within-run precision was determined with 4 patient samples covering the complete measuring ran%\# 1 run

with 10 replicates. CV was calculated as mean CV of 10 replicates. \~(\
Sample n Mean (ng/ml) | CV (%) &Q
1 10 0.22 7.3 6$
2 10 0.67 3.1 66
3 10 5.76 2.4 \
4 10 15.88 2.6 QKO
9.3.2 Between-run Precision Q)

The between-run precision was determined for 4 patient samples covering tﬁbmeasurmg range in 3 independent
runs on 3 days with 10 determinations. CV was calculated from 30 det?{ ations.

Sample | n | Mean (ng/ml) J\CQV‘ (%)
N
1 30 0.23 \\O 6.0
2 30 0. 6900 5.4
3 30 @\ 3.1
4 30 590 4.1

9.3.3 Between-lot Precision ‘(\
The between-lot variation was determined by 6 é‘easurements of different samples with 3 different kit lots.

Sample. O\n‘ Mean (ng/ml) | CV (%)

1 <9 18 0.33 7.82

&

LA 18 1.04 5.59

N 18 6.63 1.99

JY 4 18 12.87 0.27

%
9.4 Recovery \\S\

Recovery was determi by adding increasing amounts of the analyte to different patient samples containing
different amounts o dogenous analyte. The percentage recoveries were determined by comparing expected
and measured vaI@s of the samples.

0%
~ Sample 1 | Sample 2 | Sample 3 | Sample 4
_“Loncentration (ng/ml) 0.20 0.70 5.85 15.89
Q\Q'v Average Recovery (%) 98.8 97.5 97.0 98.5
from 94.2 95.4 94.1 95.9
Range of Recovery (%)
to 101.8 100.3 101.1 100.8
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9.5 Linearity

Samples containing different amounts of analyte were serially diluted with Standard A. The percentage recovery
was calculated by comparing the expected and measured values for the analyte.

Sample 1 | Sample 2 | Sample 3 | Sample 4
Concentration (ng/ml) 3.01 5.99 9.75 16.29
Average Recovery (%) 105.2 106.8 95.2 110.3
from 94.7 102.4 94.5 106.6
Range of Recovery (%)
to 111.9 110.9 95.9 113.8

9.6 Method Comparison
A comparison of AMH ELISA (y) and the reference method Roche Elecsys® AMH Plus (x) using cIinical\iSnples
gave the following correlation: ")
y = 0.906x - 0.147; n =52, r =0.980 \‘Q
10 LIMITATIONS OF THE PROCEDURE

Reliable and reproducible results will be obtained when the assay procedure is perfor e’(&zvith a complete
understanding of the instructions for use and in compliance with the laboratory quality as&nce guidelines.
Any improper handling of samples or modification of this test might influence the result\

10.1 Interfering Substances \O
Hemoglobin (up to 4 mg/ml), bilirubin (up to 0.5 mg/ml) and triglyceride (up toé@mg/ml) have no influence on

the assay results. &
10.2 Drug Interferences 0

Until today no substances (drugs) are known to us, which have an inﬂ@nce on the measurement of AMH in a

sample. (\@
10.3 High-Dose Hook Effect ,’\}O
"High-Dose Hook Effect" is not detected up to 400 ng/ml of A@J
\
11 LEGAL ASPECTS %\'
N\

11.1 Reliability of Results (%)

The test must be performed exactly as per the@ufacturer’s instructions for use. Moreover, the user must
strictly adhere to the laboratory quality assurangg guidelines and applicable national standards and/or laws. This
is especially relevant for the use of control re nts. It is important to always include, within the test procedure,
a sufficient number of controls for validatin e accuracy and precision of the test.

The test results are valid only if all cont are within the specified ranges and if all other test parameters are
also within the given assay specificatig@. If there is any doubt or concern regarding a result, please contact the

manufacturer. .
N\
11.2 Therapeutic Consequer@

Therapeutic consequences s@ud never be based on laboratory results alone even if all test results are in
agreement with the items\‘€s stated under point 11.1. Any laboratory result is only a part of the total clinical
picture of a patient. Q'

Only in cases where aboratory results are in acceptable agreement with the overall clinical picture of the
patient should thera@utic consequences be derived.

The test result i should never be the sole determinant for deriving any therapeutic consequences.

11.3 Liabili N

Any modifidation of the test kit and/or exchange or mixture of any components of different lots from one test kit to
anoth Id negatively affect the intended results and validity of the overall test. Such modification and/or
exch s invalidate any claim for replacement.

Claims submitted due to customer misinterpretation of laboratory results subject to point 11.2 are also invalid.
Regardless, in the event of any claim, the manufacturer’s liability is not to exceed the value of the test kit. Any
damage caused to the test kit during transportation is not subject to the liability of the manufacturer.

11.4 Reporting of Serious Incident

Any serious incident that has occurred in relation to the device shall be reported to the manufacturer and the
competent authority of the Member State in which the user and/or the patient is established.
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AMH ELISA

1 ZWECKBESTIMMUNG

Der AMH ELISA ist ein manueller Enzymimmunoassay zur quantitativen Messung des Anti-Mlller-Hormons
(AMH) in Serum oder Plasma (EDTA- oder Lithium-Heparinplasma).
Fiir den Einsatz in der In-vitro Diagnostik. Fiir den beruflichen Gebrauch in Laboratorien.

Weitere Informationen zur bestimmungsgemé&Ben Verwendung finden Sie in der englischen Version der
Gebrauchsanweisung.

2 TESTPRINZIP

Der AMH ELISA ist ein Festphasen-Enzymimmunoassay, der auf der Sandwichtechnik basiert.

Die Wells der Mikrotiterplatten sind mit einem monoklonalen Antikérper (Maus) beschichtet, der gegen eine
definierte Antikdrper-Bindungsstelle des AMH-Molekiils gerichtet ist. \{~
Wahrend der ersten Inkubation bindet das AMH-Molekil in der zugegebenen Probe an den i Gbilisierten
Antikorper. Die Konjugatldsung, die gleichzeitig zugegeben wird und einen an Meerrettichperoxidas njugierten
AMH-Antikérper enthalt, bindet an AMH unter Bildung eines Sandwich-Komplexes. S0

Nach einem Waschschritt, um alle ungebundenen Substanzen zu entfernen, wird die fe hase mit der
Substratlésung inkubiert. Die Farbreaktion wird durch die Zugabe der Stopplésung beendet und die optische
Dichte (OD) des resultierenden gelben Produktes gemessen. Die Intensitat der Fa@ st proportional zur
Konzentration des Analyten in der Probe. \

Durch Auftragen der OD-Werte gegen die Konzentrationen der Standards wird eineé&ndardkurve erstellt, und
die Konzentrationen der unbekannten Proben werden anhand dieser StandardkurQ%estimmt.

3 WARNUNGEN UND VORSICHTSMABNAHMEN 96

— Dieser Kit ist nur fir den Einsatz in der In-vitro Diagnostik bestimmt. I&J Ur den professionellen Gebrauch in
Laboratorien. g@

— Bevor Sie mit dem Test beginnen, lesen Sie die Gebrauchsang%a ung vollstandig und sorgfaltig durch.

Verwenden Sie nur die glltige, im Testkit enthaltene, Gebrauc@weisung. Stellen Sie sicher, dass Sie alles
verstanden haben. <

— Komponenten aus Kits mit unterschiedlichen Chargenngfmern dirfen nicht gemischt oder zusammen
verwendet werden. Vertiefungen verschiedener Pla , auch aus derselben Charge, sollten nicht
untereinander ausgetauscht werden. Die Kits kdnnen r unterschiedlichen Bedingungen transportiert oder
gelagert worden sein, so dass die Bindungscharakteristik der Platten leichte Unterschiede aufweisen kann.

— Reagenzien nicht tber das auf den Kit-Etiketten gebene Verfallsdatum hinaus verwenden.

— Mikrotitervertiefungen nicht wiederverwendeng, >

— Reagenzien anderer Hersteller dirfen nicht z men mit den Reagenzien dieses Testkits verwendet werden.

— Alle Reagenzien dieses Kits sind klare Lb‘stQ\gen, die Substratlésung ist klar und farblos. Veranderungen des
Aussehens kénnen die Durchfiihrung d ests beeintrachtigen. In diesem Fall wenden Sie sich bitte an den
Hersteller.

— Eine mikrobielle Kontamination ongéagenzien oder Proben kann zu falschen Ergebnissen fiihren.

— Lassen Sie die Reagenzien vor Testheginn Raumtemperatur (20 °C bis 26 °C) erreichen. Die Temperatur wirkt sich
auf die Messungen der optisch ichte des Assays aus. Die Werte flr die Patientenproben werden jedoch nicht
beeinflusst. QA

- Alle im Kit-Protokoll angeggbenen Volumina missen genau eingehalten werden. Optimale Ergebnisse kénnen
nur durch Verwendung ibrierter Pipetten und Mikrotiterplatten-Lesegerate erreicht werden.

— Behaéltnisse jeweils flir ein einziges Reagenz verwenden. Dies gilt insbesondere fiir die Substrat-Behalter.
Die Verwendung Behalters zum Pipettieren der Substratlésung, der zuvor fiir die Konjugatlésung
verwendet wurdey“kann zu einer Verféarbung der Losung flihren. Geben Sie keine Reagenzien zurilick in die
Originalfléschgﬁn, da es zu einer Kontamination der Reagenzien kommen kann.

AllgemeineorsichtsmaBnahmen

— In Bereichen, in denen mit Kitbestandteilen oder Proben gearbeitet wird, nicht rauchen, essen, trinken oder
Kosmetika verwenden.

- Beim Umgang mit Proben und Reagenzien sind Laborkittel und Einweg-Latexhandschuhe sowie, falls
erforderlich, eine Schutzbrille zu tragen.
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Informationen zur biologischen Gefdahrdung

— Alle Bestandteile dieses Testkits, die humanes Serum oder Plasma enthalten, wurden mit FDA-gepriften
Methoden auf HIV I/1I, HbsAg und HCV getestet und als negativ bestdtigt. Kein bekanntes Testverfahren kann
jedoch mit absoluter Sicherheit ausschlieBen, dass kein Infektionserreger vorhanden ist.

— Das Produkt enthalt Material tierischen Ursprungs, das nachweislich frei von infektiésen oder ansteckenden
Krankheiten und schadigenden Parasiten ist.

— Komponenten von Rindern stammen aus Landern, in denen keine BSE (Bovine Spongiforme Enzephalopathie)
gemeldet wurde.

— Alle Materialien und Proben menschlichen oder tierischen Ursprungs miissen so behandelt werden, als ob sie
ansteckende Krankheiten tibertragen kénnten.

- Die Handhabung muss in Ubereinstimmung mit den Verfahren erfolgen, die in den entsprechenden nationalen
Richtlinien oder Vorschriften flir Biogefahrdung und Sicherheit festgelegt sind. Abfédlle missen gemal den lokalen
Regeln und Vorschriften entsorgt werden. X0

N

Informationen zu chemischen Gefahren und zur Gefahreneinstufung \js‘

— Einige Reagenzien enthalten Konservierungsmittel in nicht kennzeichnungspflichtigen Konzen%@nen. Bei
Kontakt der Reagenzien mit den Augen oder der Haut dennoch sofort mit ausreichend Wasser spulen

— Die Substratlésung enthalt einen Inhaltsstoff in nicht kennzeichnungspflichtiger Konzentra@ der schwere
Augenreizungen verursacht. Bei mdoglichem Kontakt mit den Augen sofort sorgfdlti grindlich mit
Augenspllung oder Wasser splilen. Bei Beriihrung mit der Haut mit reichlich Wasser abwasghen. Kontaminierte
Kleidung ausziehen und vor Wiederverwendung waschen.

— Kontakt mit der Stopplésung (Stop Solution) vermeiden, da sie < 5% H2S04 en@»gt Schwefelsaure kann
Hautreizungen und -verdtzungen verursachen.

— Chemikalien und zubereitete oder gebrauchte Reagenzien missen als gefahrhch@ Abfall gemaB den nationalen
Sicherheitsrichtlinien oder -vorschriften behandelt werden.

— Dieses Produkt enthalt keine Stoffe, die krebserregende, erbgutverand
Eigenschaften (CMR) haben. <

oder fortpflanzungsgefdahrdende

Alle Reagenzien dieses Testkits enthalten KEINE gefahrlichen Stoffe g‘@klarationspﬂichtigen Konzentrationen,
eine Einstufung und Kennzeichnung ist nicht erforderlich. (\

Ausfihrliche Informationen entnehmen Sie bitte dem Sicherheig@enblatt, das Sie auf Anfrage direkt bei dem
Hersteller erhalten.

S
4 MATERIALIEN \$
4.1 Im Kit mitgelieferte Materialien \Q
FR E-2931 i o6 Microtg\@ells (Mikrotiterplatte) — Gebrauchsfertig

Inhalt: 12 x 8 Wells (einzeln brechbaf)y
Mit anti-AMH-Antikérper, (@Q’loklonal) beschichtet.

Standards und Kontrollen - Gebrai@soﬁ)artlg

Artikelnr. Komponente \\ ndard Konzentration ngls‘:::\n;\ne/n
FR E-2901 mg&fb Standard A 0,0 ng/ml 1 ml
FR E-2902 R Standard B 0,4 ng/ml 1 ml
FR E-2903 Standard C 1,0 ng/ml 1 ml
FR E-2904 Standard D 4,0 ng/ml 1 ml
FR E-2905 (STANDARD Standard E 10 ng/ml 1ml
FR E-2906 \‘?ME Standard F 20 ng/ml 1 mi
FR E-29517 [CONTROL][1 Kontrolle 1 Kontrollwerte und -bereiche 1ml
gt CONEOUE  Konwole2  Sover mem oo Qe kopert T 1
Umrechnung:

1 ng/ml = 7,14 pmol/I

Die Standards sind gegen das folgende Referenzmaterial kalibriert:

1st WHO International Reference Reagent, Mullerian Inhibiting Substance/Anti-Mullerian
Hormone, NIBSC code: 16/190

Enthalt quecksilberfreies Konservierungsmittel.
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FR E-2940 CONJUGATE Enzyme Conjugate (Enzymkonjugat) — Gebrauchsfertig
Inhalt: Anti-AMH-Antikorper mit Meerrettichperoxidase konjugiert; Rot gefarbt.
Enthalt quecksilberfreies Konservierungsmittel.

Volumen: 1x 14 ml
FR E-0055 Substrate Solution (Substratlésung) - Gebrauchsfertig
Inhalt: Enthalt 3,3',5,5'-Tetramethylbenzidin (TMB).
Von direktem Sonnenlicht fernhalten.
Volumen: 1x 14 ml
FR E-0080 Stop Solution (Stoppldsung) - Gebrauchsfertig X0
Inhalt: Enthalt < 5% H,SOu, ©
Kontakt mit der Stopplésung vermeiden! Kann Hautreizungen und —vera‘tzungen@@
verursachen. Q
Volumen: 1x 14 ml S\\'
FR E-0030 Wash Solution (Waschlésung) - 40X-Konzentr;&
Volumen: 1x30ml 4\6
Siehe ,Vorbereitung der Reagenzien®. \O
Enthalt quecksilberfreies Konservierungsmittel. @Q
1x Gebrauchsanweisung (IFU) 09

1x Analysenzertifikat (CoA)

S
4.2 Erforderliche, aber nicht enthaltene Materialien S\
— Kalibriertes Mikrotiterplattenlesegerdt (450 nm, mit Referenzw l@gfénge bei 620 nm bis 630 nm)

— Kalibrierte variable Prazisions-Mikropipetten N
— Manuelle oder automatische Waschvorrichtung fir Mikrotit@atten
— Saugfahiges Papier \\'

— Destilliertes Wasser (%)

- Laborwecker \Q

— Millimeterpapier oder Software zur Datenauswe%@
S

4.3 Lagerung und Haltbarkeit des Kits 5\

Ungeoffnete Kits und Reagenzien sowie g "Qnete Reagenzien miissen bei 2 °C bis 8 °C gelagert werden.
Die Mikrotiterplatte muss immer in dem wiedgrverschlieBbaren Aluminiumbeutel, der ein Trockenmittel enthalt,
gelagert werden. Offnen Sie den Beutel ; wenn er Raumtemperatur erreicht hat. Die Mikrotiterplatte besteht
aus 12 einzelnen Streifen. Jeder Streim ann in 8 einzelne Kavitaten (Wells) unterteilt werden. Nicht bendtigte
Kavitaten mussen sofort in den Alumintumbeutel mit dem Trockenmittel zurlickgegeben und wieder dicht
verschlossenen bei 2 °C bis 8 °C ggldgert werden.

Einmal gedffnete Reagenzfldsch n muissen wieder fest verschlossen werden.

‘Q?gerungstemperatur Stabilitat

Ungebffneter Kit un \ﬁ Bis zu dem auf dem Etikett aufgedruckten Verfallsdatum.

ungedffnete ReagerOen 2 °Cbis 8 °C Reagenzien nach Ablauf dieses Datums nicht mehr
Q) verwenden!
Geoffneter Kit )~ 2 °C bis 8 °C 8 Wochen

4.4 Vorb %ung der Reagenzien

Alle @@nzien und die bendétigte Anzahl der Mikrotiterstreifen vor dem Gebrauch auf Raumtemperatur (20 °C bis
26 °CY bringen.

Wash Solution

Fligen Sie der 40-fach konzentrierten Waschlésung (Wash Solution) destilliertes Wasser hinzu.

30 ml der konzentrierten Waschlésung mit 1170 ml destilliertem Wasser auf ein Endvolumen von 1200 ml
verdldnnen.

Stabilitat nach Verdinnung: bei 20 °C bis 26 °C | 1 Woche

4.5 Entsorgung des Kits

Die Entsorgung des Kits und aller verwendeten Materialien / Reagenzien muss gemaf den nationalen gesetzlichen
Vorschriften erfolgen. Spezielle Informationen flir dieses Produkt finden Sie im Sicherheitsdatenblatt, Abschnitt
13.
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4.6 Beschadigte Testkits

Im Falle einer Beschadigung des Testkits oder der Komponenten muss der Hersteller in schriftlicher Form
spatestens eine Woche nach Erhalt des Kits informiert werden. Beschadigte Einzelkomponenten dirfen nicht fur
den Testlauf verwendet werden. Sie missen aufbewahrt werden, bis eine endgiiltige L6sung gefunden wurde.
Danach sollten Sie gemaB den offiziellen Richtlinien entsorgt werden.

5 ENTNAHME, LAGERUNG UND VORBEREITUNG DER PROBEN

Das folgende Probenmaterial kann in diesem Test eingesetzt werden:
Humanes Serum oder Plasma (EDTA- oder Lithium-Heparinplasma)

Proben, die Natriumazid enthalten, sollten nicht verwendet werden.
Generell sollte die Verwendung von hamolytischen, ikterischen oder lipamischen Proben vermieden werden.
Weitere Informationen finden Sie im Kapitel ,Interferenzen®. XU

N

5.1 Probenentnahme \{‘

Serum: Blut durch Venenpunktion entnehmen (z.B. mit Sarstedt Monovette flir Serum), gerinng§@§sen und
das Serum durch Zentrifugation bei Raumtemperatur abtrennen. Vor der Zentrifugati muss die
Gerinnung vollstandig abgeschlossen sein. Bei Patienten, die Antikoagulantien er&en, kann die
Gerinnungszeit langer dauern. $

Plasma: Die Blutentnahme erfolgt mit R6hrchen, die ein Antikoagulanz enthalten (z.B.: Sa dt Monovette - mit
entsprechender Plasma-Praparierung). Das Plasma wird als Uberstand n einer Zentrifugation

gewonnen. OA\
Vollblut sollte vor der Zentrifugation nicht eingefroren werden. Q\
5.2 Probenlagerung QQ

Die Proben missen bis zur Durchfiihrung des Tests fest verschlossen auhsbwahrt werden. Wenn sie gefroren
gelagert werden, nur einmal einfrieren. Aufgetaute Proben mitissen vor@ Test mehrmals geschwenkt werden.

Stabilitat: bei 2 °C bis 8 °C 7 TageJ\\Q
om0 [ .
zﬁhuigeng (in blf ;\@ Monate
5.3 Probenvorbereitung é\&v
Die Proben kdnnen ohne zusatzliche Vorbereitung anale@‘t werden.
6 TESTDURCHFUHRUNG O
6.1 Hinweise zur Durchfiihrung 0‘\

— Alle Reagenzien und Proben missen vor, é‘grauch auf Raumtemperatur (20 °C bis 26 °C) gebracht werden.

— Alle Reagenzien miissen ohne Schaumbiidung gemischt werden.

— Die Kappen der Reagenzfléschchen\@en nicht vertauscht werden, um Kreuzkontaminationen zu vermeiden.

- Fir jeden Standard, jede Kgnttolle oder Probe eine neue Einweg-Plastikspitze verwenden, um
Verschleppungen zu vermeidensy

— Mischen Sie den Inhalt der Mi iterplatten-Vertiefungen griindlich, um gute Testergebnisse zu gewahrleisten.

— Kavitaten wahrend der '@stdurchfﬂhrung nicht trocknen lassen; Reagenzien unmittelbar nach Ende des
Waschschritts hinzufi )

— Sobald der Test be nén wurde, mussen alle Schritte ohne Unterbrechung und in der gleichen Reihenfolge
fUr jeden Schritt alé hlossen werden.

- Die enzymatischeéReaktion ist linear proportional zu Zeit und Temperatur.

— Die optische te ist eine Funktion der Inkubationszeit und -temperatur. Die in Kapitel "Testverfahren"
angegebenefy¥nkubationszeiten und -temperaturen muissen eingehalten werden.

- Es wird empfohlen, vor Beginn der Testdurchfiihrung alle Reagenzien in einen arbeitsbereiten Zustand zu
bringe@%ﬁe Deckel der Flaschchen zu 6ffnen, alle bendétigten Wells in den Halter zu setzen, usw. Nur eine
sol orbereitung garantiert fir jeden Pipettierschritt gleiche Zeiten ohne Unterbrechung.

— Wichtiger Hinweis zum Waschvorgang:
Das Waschen ist entscheidend. UnsachgemaB gewaschene Kavitaten fiihren zu fehlerhaften Ergebnissen. Die
Sensitivitdt und Prazision dieses Assays wird erheblich beeinflusst von der korrekten Durchfiihrung des
Waschschrittes!

— Testdurchfiihrung mit vollautomatischen Analysegeraten:
Eine automatisierte Testdurchfiihrung mit vollautomatischen, systemoffenen Analysegerdten ist moglich. Die
Kombination muss jedoch vom Anwender validiert werden.
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6.2 Testdurchfiihrung

Jeder Lauf muss eine Standardkurve beinhalten.

Die Kontrollen dienen der internen Uberpriifung der Zuverlassigkeit des Testverfahrens. Sie missen bei jedem
Testdurchlauf gemessen werden.

Das angegebene Testverfahren beschreibt die manuelle Abarbeitung.

1. Die bendétigte Anzahl der Mikrotiter-Wells in der Halterung befestigen.
2. Je 25 pl Standard, Kontrolle und Probe mit neuen Plastikspitzen in die entsprechenden Wells
pipettieren.
3. 100 pl Enzyme Conjugate in jedes Well zugeben.
Fur 10 Sekunden gut schitteln. Es ist sehr wichtig, in diesem Schritt eine komplette Durchmischung zu
erreichen. X
. . . : \*
4. 60 Minuten bei Raumtemperatur inkubieren. A\J:
5. Die Vertiefungen folgendermaBen waschen: \Q‘o
Wenn der Waschschritt manuell durchgefiihrt wird: \\g\
Den Inhalt der Wells kraftig ausschutteln. @
Wells 3-mal mit 300 pl verdinnter Wash Solution pro Well waschen. QG
Bei Verwendung eines Waschautomaten: \6
Wells 3-mal mit 400 pl verdinnter Wash Solution pro Well waschen. ,&O
Am Ende des Waschschritts die Vertiefungen immer kraftig auf saugféhi%ag Papier ausklopfen, um
verbliebene Flissigkeit zu entfernen. N2
6. 100 pl Substrate Solution in jedes Well pipettieren.
7. 15 Minuten bei Raumtemperatur inkubieren. “\O\
8. Die enzymatische Reaktion durch Zugabe von 50 pl Stop gqmion in jedes Well abstoppen.
9. Die Optische Dichte (OD) der Lésung in jedem Well bei 50"nm (Messung) und 620 nm bis 630 nm
(Abzug des Hintergrundes, empfohlen) mit eine ikrotiterplattenleser bestimmen.
Es wird empfohlen, die Vertiefungen innerhalb von;t\) Minuten nach Zugabe der Stopplésung
abzulesen. O

6.3 Berechnung der Ergebnisse \‘00

1. Die Konzentration der Proben kann direkt v@der Standardkurve abgelesen werden.

2. Bei Doppelbestimmungen muss fir jeden(r? ndard, jede Kontrolle und Patientenproben der Mittelwert der
beiden OD-Werte verwendet werden. @ hen die beiden Werte erheblich voneinander ab, empfiehlt der
Hersteller, die Proben erneut zu test

3. Proben mit Konzentrationen, die @&nh hochsten Standard (berschreiten, kénnen mit Standard A weiter
verdinnt und wie unter "Te§&l§>chf0hrung " beschrieben erneut gemessen werden oder miuissen als
> 20 ng/ml angegeben WerdeQ\ ei der Berechnung der Konzentrationen muss dieser Verdinnungsfaktor
bericksichtigt werden. )

(Beispiel: Verdinnung J@l : 10 pl Probe + 90 pl Standard A)

4. Automatische Methodex(™
Die in der Gebrau h&fﬁfweisung angegebenen Ergebnisse wurden automatisch mit Hilfe der 4-Parameter-
Gleichung bestimlqt, 4-Parameter-Rodbard oder 4-Parameter-Marquardt sind die bevorzugten Methoden.)
Andere Auswertdogsfunktionen kénnen leicht abweichende Werte ergeben.

5. Manuelle Me e:

Erstellen Si ter Verwendung von linearem oder halblogarithmischem Millimeterpapier eine Standardkurve,

indem Si@,die (mittlere) OD jedes Standards gegen seine Konzentration auftragen, wobei der OD-Wert auf

der v alen (Y) Achse und die Konzentration auf der horizontalen (X) Achse liegt. Bestimmen Sie die

en chende Probenkonzentration anhand der Standardkurve, indem Sie den (mittleren) OD-Wert fiir jede
be verwenden.
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6.3.1 Beispiel einer typischen Standardkurve

Die folgenden Daten dienen nur zur Orientierung und dirfen nicht anstelle der Datengenerierung zum Zeitpunkt
des Tests verwendet werden.

Standard Optische Dichte (450 nm)

Standard A (0,0 ng/ml) 0,03

Standard B (0,4 ng/ml) 0,08

Standard C (1,0 ng/ml) 0,16

Standard D (4,0 ng/ml) 0,55

Standard E (10 ng/ml) 1,27

Standard F (20 ng/ml) 2,28 \\\'

7 REFERENZWERTE Z
\‘0

Es wird dringend empfohlen, dass jedes Labor seine eigenen Referenzwerte ermittelt.
In einer Studie mit dem AMH ELISA wurden die Proben von scheinbar gesunden Erwachsene@ﬁfersucht Dabei

ergaben sich folgende Werte: 6
e
Population n Mittelwert| Median 2,5. - 97,5. Perzentile A@relch (min. - max.)
(ng/ml) | (ng/ml) (ng/ml) <Q (ng/ml)

Médnner 30 3,99 3,69 0,32 -7,36 X 0,06 - 7,75
Frauen (20 - 29 Jahre) | 30 2,71 2,38 0,69 - 6,{8)9 0,66 - 6,37
Frauen (30 - 39 Jahre) | 30 2,42 1,85 0,51&&72 0,48 - 8,39
Frauen (40 - 49 Jahre) | 30 0,61 0,29 < 9,\05\— 4,09 < 0,06 - 4,37

waren im Vergleich zu gesunden Frauen zwei- bis viermal h$her und gingen mit zunehmendem Alter nicht
merklich zuriick.

Bei Frauen mit diagnostiziertem PCOS wurde bei Progwad’en im Alter von 20 bis 24 Jahren ein Median von
7,19 ng/ml und bei Probanden im Alter von 35 bis 39 en ein Median von 6,46 ng/ml beobachtet. (11)

Bei Frauen mit AMH < 0,681 ng/ml betragt die chelnllchkelt einer niedrigen Antralfollikelzahl (AFC 0 - 7)
63%, die Wahrscheinlichkeit, zur mittleren C-Gruppe (8 - 15) zu gehéren, etwa 32% und die
Wahrscheinlichkeit einer AFC > 15 betragt ané ,4%. (12, 13)

Werte, die Uber oder unter dem Referenz ich liegen, sollten als verdachtig angesehen werden und erfordern
zusatzliche Untersuchungen.

Die mit diesem Testkit erzielten E@ebmsse sollten niemals als alleinige Grundlage fiir therapeutische
Konsequenzen dienen. Die Ergeb mussen zusammen mit anderen klinischen Befunden und diagnostischen
Tests des Patienten interpretie n&rden

N \Y
Die Median-AMH-Werte von Frauen, bei denen ein polyzystiswvarialsyndrom (PCOS) diagnostiziert wurde,

8 QUALITATSKONTRO

Eine gute Qualitatssiche ug im Labor erfordert, dass mit jeder Standardkurve Kontrollen mitgefiihrt werden.
Eine statistisch sig@nte Anzahl von Kontrollen sollte gemessen werden, um Mittelwerte und
Akzeptanzbereiche zgyermitteln und damit eine korrekte Testdurchfiihrung zu gewahrleisten.

Es wird empfohlenpdie Kontrollproben gemaB den nationalen gesetzlichen Bestimmungen einzusetzen. Durch die
Verwendung vg.kontrollproben wird eine Tag-zu-Tag-Uberpriifung der Ergebnisse erzielt. Es sollten Kontrollen
sowohl mit lem als auch pathologischem Level eingesetzt werden.

Die Kontrgﬁmit den entsprechenden Ergebnissen des QC-Labors sind im Analysenzertifikat (CoA), das dem Kit
beiliegﬂE geflihrt. Die im CoA angegebenen Werte und Bereiche beziehen sich stets auf die aktuelle Kitcharge
und n zum direkten Vergleich der Ergebnisse verwendet werden.

Falls verfiigbar, wird ebenfalls empfohlen, an nationalen oder internationalen Qualitatssicherungsprogrammen
teilzunehmen, um die Genauigkeit der Ergebnisse zu sichern.

Es sollten geeignete statistische Methoden zur Analyse von Kontrollwerten und Trends angewendet werden. Wenn
die Ergebnisse des Assays nicht mit den angegebenen Akzeptanzbereichen des Kontrollmaterials tibereinstimmen,
sollten die Patientenergebnisse als unglltig eingestuft werden.

In diesem Fall Gberpriifen Sie bitte die folgenden Bereiche: Pipetten und Zeithehmer, Photometer, Verfallsdaten
der Reagenzien, Lagerungs- und Inkubationsbedingungen, Absaug- und Waschmethode.

Sollten nach Uberpriifung der vorgenannten Bereiche keine Fehler erkennbar sein, setzen Sie sich bitte mit Ihrem
Lieferanten oder direkt mit dem Hersteller in Verbindung.

Version: 3.0 Effective: 2025-02-03 16/19



9 LEISTUNGSMERKMALE

9.1 Spezifitat der Antikorper (Kreuzreaktivitat)

Ausflihrliche Informationen zu den getesteten Substanzen finden Sie in der englischen Version der
Gebrauchsanweisung.

9.2 Sensitivitat

»Limit of Blank” (LoB) 0,044 ng/ml
Nachweisgrenze (LoD) 0,052 ng/ml
Quantifizierungsgrenze (LoQ) 0,062 ng/mil
: X
Messbereich 0,052 ng/ml - 20,0 ng/ml NS
Linearer Bereich 0,19 ng/ml - 20 ng/ml \‘00
Die Daten zu: §'
9.3 Reproduzierbarkeit (Prazision) @6
9.4 Wiederfindung 4\6
9.5 Linearitat Q’\O
9.6 Methodenvergleich gg
entnehmen Sie bitte der ausfiihrlichen englischen Version der Gebrauchsaq}bisung.

10 GRENZEN DES VERFAHRENS S\O

Zuverlassige und reproduzierbare Ergebnisse werden erzielt, %n das Testverfahren mit vollstdndigem
Verstandnis der Gebrauchsanweisung und unter Einhaltung de ichtlinien zur Qualitatssicherung im Labor
durchgefihrt wird. O
Jede unsachgemaBe Handhabung der Proben oder eim@\}odiﬁkation dieses Tests kann die Ergebnisse
beeinflussen. &)

N\

10.1 Storsubstanzen

Hamoglobin (bis zu 4 mg/ml), Bilirubin (bis zu Q(.S\S}]g/ml) und Triglyceride (bis zu 7,5 mg/ml) haben keinen
Einfluss auf das Testergebnis. Q)

10.2 Beeinflussung durch Medikament,eoo

Zurzeit sind uns keine Substanzen (Med@nente) bekannt, die einen Einfluss auf die Bestimmung von AMH in
einer Probe haben. (%)

10.3 High-Dose-Hook-Effekt \6
Ein Hook-Effekt tritt in diesem R@ bis zu einer Konzentration von 400 ng/ml AMH nicht auf.

11 RECHTLICHE GRUND\'J{@EN

11.1 Zuverléissigkeit\t*r Ergebnisse

Der Test muss exa emal der Testanleitung des Herstellers abgearbeitet werden. Darliber hinaus muss der
Anwender die Ricltlinien zur Qualitatssicherung im Labor und anwendbare nationale Normen und/oder Gesetze
strikt einhaltens“Dies betrifft besonders den Gebrauch der Kontrollreagenzien. Es ist sehr wichtig, bei der
Testdurchfi % stets eine ausreichende Anzahl Kontrollen zur Uberpriifung der Genauigkeit und Prézision
mitzuflihrefy

Die Tei ebnisse sind nur glltig, wenn alle Kontrollen in den vorgegebenen Bereichen liegen, und wenn alle
and estparameter die vorgegebenen Spezifikationen fiir diesen Assay erftllen.

Wenn'bezliglich eines Ergebnisses Zweifel oder Bedenken bestehen, setzen Sie sich bitte mit dem Hersteller in
Verbindung.

11.2 Therapeutische Konsequenzen

Therapeutische Konsequenzen sollten keinesfalls nur aufgrund von Laborergebnissen erfolgen, selbst dann nicht,
wenn alle Testergebnisse mit den in 11.1 genannten Voraussetzungen Ubereinstimmen. Jedes Laborergebnis ist
nur ein Teil des klinischen Gesamtbildes eines Patienten.

Nur in Fallen, in denen die Laborergebnisse in akzeptabler Ubereinstimmung mit dem allgemeinen klinischen Bild
des Patienten stehen, sollten therapeutische Konsequenzen eingeleitet werden.

Das Testergebnis allein sollte niemals als alleinige Grundlage fiir die Einleitung therapeutischer Konsequenzen
dienen.
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11.3 Haftung

Jegliche Veranderungen des Testkits und/oder Austausch oder Vermischung von Komponenten unterschiedlicher
Chargen von einem Testkit zu einem anderen, kénnen die gewiinschten Ergebnisse und die Glltigkeit des
gesamten Tests negativ beeinflussen. Solche Verdnderungen und/oder Austausch haben den Ausschluss jeglicher
Ersatzanspriiche zur Folge.

Reklamationen, die aufgrund von Falschinterpretation von Laborergebnissen durch den Kunden gemaB Punkt 11.2
erfolgen, sind ebenfalls abzuweisen. Im Falle jeglicher Reklamation ist die Haftung des Herstellers maximal auf
den Wert des Testkits beschrankt. Jegliche Schaden, die wahrend des Transports am Kit entstanden sind,
unterliegen nicht der Haftung des Herstellers.

11.4 Meldung von schwerwiegenden Vorkommnissen

Jedes schwerwiegende Vorkommnis im Zusammenhang mit dem Produkt ist dem Hersteller und der zustdndigen
Behoérde des Mitgliedstaats, in dem der Anwender und/oder der Patient niedergelassen ist, zu melden. X

A
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